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Turn field diaphra centering screws (10) 
rig ght cunt daha, es we Penance a ay we to the ae unti il 
Ope on fie : d of view diaphragm (9) by moving han al fi ld of vie OW .refocu 
illuminz ited area almost coincides with the tot = ioe Ks 
substa age condenser slightly until color fringes bor oo r : f : 
ated area a are aS narrow as possible and the diameter 0 i mir 
self is at its smallest possible diameter. (This is usua y 
wi nen Pris aubstage condenser is near its upperm ost position.) i : y yout 
ros scope is equipped with a regular Abbe or Achromatic ~-Aplanatic 
son ser, such color fringes are quite common and conspicuou 1s 3 
e inherent characteristics and have nothing to do with t the 


The alig ec nt of your microscope with the ORTHO-ILLUMINATOR has nov y 
ted. ., microscope may be removed from the base and repr itioned 
teps - provided positioning devices (2) and (3) ¢ are 
device (1) is securely locked. | ay 
TO ¢ SEN’ TER LAMP FILAMENT 
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16. F Focus microscope on specimen using 43X (4mm) objective and 10x x 
2 ar 
pave piece. 
Open en microscope substage condenser and ORTHO-ILLUMINATOR 
cue id diaphragm (9) to widest extent. 


; Mc ove specimen slide toa clear area...one unobstructed by specimen 
- /..do not change focus. 
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F Position handle of light intensity filer turret (7) to extreme righ t, 


pe on Ou. 

eee 1 handle of color filter turret (6) to position "G", green filte ar 
Bet move eyepiece and substitute pinhole eyepiece (8). Viewing through 
it, the. rear lens of the microscope objective will be seen with an image 


of the ek bulb filament. Center the filament image to the rear lens by 

re »gula ting filament centering screws (11). 

Re emove | pinhole eyepiece and reinsert regular eyepiece i é. 

Pos ition h a sandte of light intensity filter turret (7) to left, pos sition 3” 
e of color filter turret (6) to left, posite H pie 
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through 24 must be 9e repeated if bulb is change? or d ispla ced. Align 
of lamp filament, mic C1 roscope and ORTHO-ILLU MINA \TOR has 
the e 2quipmen t is mee, for use. 
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- : * a Wowors 2) ee — se =e 
are ina class ot their own oe de sig zne€ ac d for | 


and generally 3.5X or 5x initial magni 
-ondenser cannot completely illuminate = 1 
nicroscope condenser is equipped wit 


’ x ' ; 
=—“OLLL top element Yr variabl 
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